Estimation of analogue pre-filtering characteristics for CORSA standardisation.
This paper is concerned with devising a standard procedure for determining the gain and phase responses of the analogue filters used to pre-process pulmonary signals prior to their digitisation. The customary high-pass filtering, in particular, will strongly affect the time-domain wave-shapes of digitised signals and this must be taken into account when analysing the signals. Several means of determining the effect of the high-pass filtering are investigated and a measurement procedure is proposed which may be easily carried out using simple laboratory equipment.